A simple method of monitoring carbon dioxide output in anaesthetized patients.
The mean CO2 output during anaesthesia in paralyzed patients can be monitored by continuous capnographic analysis of the total exhaled gases, the latter being mechanically integrated by pumice canisters. The gas is evacuated from the Hafnia A circuit via an ejector flowmeter. The results are not influenced by the flow rates employed.